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ABSTRACT
In this work, a novel magnetic resonance (MR)-compatible microwave antenna was designed and vali-
dated in a small animal superficial hyperthermia applicator. The antenna operates at 2.45GHz and
matching is made robust against production and setup inaccuracies. To validate our theoretical con-
cept, a prototype of the applicator was manufactured and tested for its properties concerning input
reflection, sensitivity for setup inaccuracies, environment temperature stability and MR-compatibility.
The experiments show that the applicator indeed fulfils the requirements for MR-guided hyperthermia
investigation in small animals: it creates a small heating focus (<1 cm3), has a stable and reliable per-
formance (S11<15dB) for all working conditions and is MR-compatible.
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Introduction
Hyperthermia (HT), locally heating tissues to 41–43 C, is
known as a potent sensitiser of radio- and chemotherapy in
cancer treatment without adding severe side effects [1–4].
Novel treatment procedures of radiotherapy and chemother-
apy in combination with HT are under investigation [5].
Successful clinical introduction of new treatment combina-
tions is enhanced by experimental in vivo studies using
anthropomorphic murine models. Such studies require a
dedicated applicator for local heating, especially for the head
and neck (H&N) region. Magnetic resonance (MR)-compatibil-
ity is desired for precise 3D thermal dosimetry and real-time
assessment of tumour physiology by MR imaging. Hence, a
dedicated murine HT applicator for the H&N is required.
The current method to perform animal studies on HT
effects in the H&N region involves placing and heating neck
tissue tumours on the leg of a small rodent. This has two
main issues. Firstly, the rodent’s leg is not the location where
these tumours originate, affecting their growth, molecular
and physiological behaviour. Secondly, heating is performed
by submerging the leg in a hot water bath, affecting the
entire leg instead of the tumour tissue only [6]. It is generally
assumed that research using orthotopic tumour models, in
which the tumour is embedded within its natural environ-
ment, and in which only the tumour is heated, are more rep-
resentative for the clinical situation [7].
Existing examples of animal devices with the ability to
heat locally, are based on radiofrequency (RF) (waveguides)
[8], ultrasound [9,10] and laser-based phototherapy [11].
These solutions fail in the H&N and/or rely on invasive
probes to measure temperature, disrupting tissues and local
microenvironment and causing discomfort for the animal.
Our approach was built on the requirement of local heating
in the H&N and operation in a 7T MRI scanner (Agilent, Santa
Clara, CA, USA), to apply MR imaging for setup verification,
thermometry and tumour response monitoring.
This publication was solicited by the chief editor as follow-
up of an ICHO 2016 young investigator award [12]. It presents
a novel antenna design that allows superficial (this article) and
deep (further study) HT under MR-control. Our concept is
based on an MR-transparent Yagi–Uda antenna that was
designed for the human H&N region [13]. This design was
modified by applying embedded feed lines to make the
antenna robust to construction tolerances, which are more
prominent at 2.45GHz compared to our previous work at
433MHz. The target animal is placed on top of a so-called
water bolus, in which the antenna is embedded for optimal
matching and cooling. The design of the water bolus and
antenna scaffold are included in this research, as well as the
experimental validation of the heating pattern for single-
antenna operation and the MR-compatibility of the single-
antenna set-up.
Material and methods
Requirements
The antenna input reflection coefficient (S11)-design require-
ment was set to less than 15 dB, i.e. <3% reflection of the
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power to the power amplifier, to avoid overloading the
power source. The antenna should be matched to 50 X in air
at the connection side of the power source (bottom in
Figure 1), while on the other end the antenna was designed
for operation in water (radiating part or antenna arms, top in
Figure 1). Hence, an air–water boundary is inevitable, since
the connector cannot be immersed in water. This influences
the performance of the antenna, especially at frequencies
>1GHz. In addition, the antenna must be robust for differen-
ces in water temperature, which affects antenna impedance
matching [14,15].
The xenograft H&N tumours in mice are anticipated to be
80mm3 in size. The ISM (industrial, scientific and medical)
license-free bands at 915MHz, 2.45 GHz and 5.80GHz were
each tested in simulations in SEMCAD1. The finite-difference
time-domain (FDTD) implementation was used. Muscle prop-
erties were used for the target (muscle properties derived
from [7]) to estimate the size of the specific absorption rate
(SAR) distribution at each frequency. The ISM license-free fre-
quency of 2.45GHz was chosen as operating frequency of
the antenna, because the size of the SAR distribution was
closest to the expected tumour size of 80mm3.
To ensure MR-compatibility, the antenna layers were
designed for a minimal cross-section in the direction of the
main magnetic field and the RF fields of the MR-scanner. The
antenna was produced as a printed circuit board (PCB)
because this production method enables the reproducible
development of very thin metal layers and hence a very
small cross section is required for maximum MR transparency.
An overview of the design criteria is given in Table 1.
Antenna design
The FDTD implementation in SEMCAD and its successor
Sim4Life2 were used for the design of the antenna and the HT
applicator. The metal within the antenna was modelled as a
perfect electric conductor (PEC) to increase simulation speed.
Air was modelled using vacuum properties. The PCB board
material was modelled with FR-4 material properties [16],
i.e. a relative permittivity of 4.2. A grid of 1.9 MCells was
employed with a minimum step size of 6.0 mm (in thin metal
layers) and maximum step of 7.6mm (in FR4). Strong absorb-
ing boundary conditions (absorption 99.9%) were used in
every direction around the antenna at a distance of 10mm.
This relatively close distance is motivated by the fact that the
antenna operates in a very lossy environment.
The antenna was based on an earlier designed Yagi–Uda
arrangement [13]. To prevent power losses due to reflections
at the point where the feed lines cross the air–water inter-
face (Figure 1), the feed lines were embedded within the
PCB. As a result, the feed lines are completely shielded from
the air–water interface, making the antenna stable for chang-
ing distance d (see Figure 1). A capacitive patch at the bot-
tom of the antenna ensures matching to 50 X and provides
an attachment point for a MMCX connector.
The input return loss (S11) was measured to verify how
well the antenna is matched to 50 X for varying water tem-
peratures (33–43 C) at a water level (d) of 3.0mm (Figure 1).
In addition, we measured the antenna impedance perform-
ance for varying water levels (d¼ 0.1–4mm) at a water tem-
perature (T) of 37 C. The antenna input return loss was
measured with a ZNC3 Rohde&Schwarz Vector Network
Analyser (Rohde&Schwarz, Munich, Germany), calibrated with
a ZCAN N-port 50 X calibration set.
Water bolus and scaffold design
The water in the water bolus was modelled as demineralised
water according to a Debye dispersion model [17]. For the
antenna design, dielectric properties for demineralised water
at 37 C were used. This relatively high temperature is
required to counteract the decrease of animal body tempera-
ture under sedation [18,19]. Water was assumed to be circu-
lating to cool the antenna and the animal’s skin and to
stabilise the temperature in the applicator. Therefore, mixed
boundary conditions for heat transfer between the water and
the animal were assumed in the model. Note that the con-
tact surface between the animal, in our experiments mod-
elled by a phantom (Figure 2), and the water bolus has a
major influence on the actual heat transfer between these
objects. The water bolus is designed to surround the animal
with water to the height of at least the flanks. The 3D-
printed scaffold (PA 2200) holds the antenna as well as the
water bolus and provides connections for the water supply.
Experiment 1: Heating performance
A phantom was heated with the applicator while the tem-
perature was monitored at three locations within the
Figure 1. Antenna blueprint with distances in millimetre. Distance (d) and
water temperature (T) are varied in the experiments. Distance (d) is varied by
changing the distance that the antenna protrudes into the water-filled con-
tainer (purple region).
Table 1. Design specifications and constraints for the devel-
opment of the antenna.
Property Constraint
S11 15 dB
Matching 50 X
Frequency 2.45 GHz
S11 for changing air–water boundary 15 dB
S11 for changing water temperature 15 dB
Technology PCB
MR-compatible Yes
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phantom (see Figure 2). A Kuhne KU SG 2.45–25 A signal
generator(Kuhne Electronic GmbH, Berg, Germany) was used
to provide a 2.45GHz signal with a power of 17.4 W at the
connector of the antenna for 6min. Due to reflections in the
connector and antenna mismatch, 16.5 W was estimated to
be transferred to the antenna arms. The signal generator was
connected to the antenna with a RG316 cable.
The phantoms used were agar-based and produced to
have a permittivity and conductivity equal to those of
muscle tissue [20]. A Speag DAK12 probe together with the
Rohde&Schwarz ZNC3 network analyser were used to meas-
ure the permittivity and conductivity of the phantoms. The
density of the material was measured and the specific heat
and thermal conductivity were taken from [20]. The phan-
toms used were of cylindrical shape with an 18mm
(Experiment 1) or 20mm (Experiments 2 and 3) diameter and
80mm length. The material properties used for the simula-
tions can be found in Table 2.
During the experiment, a multi-sensor fibre-optic tempera-
ture probe (FISO FOT-NS-577E, Fiso, Quebec, Canada) with
three sensors at 2.0 cm spacing was inserted along the centre
line of a cylindrical phantom to monitor the temperature.
Subsequently, the cooling behaviour of the system was
studied.
The heating performance was measured using the power-
pulse method [21,22]. This allowed inspection of the heating
rate and validation of SAR simulations using the initial tem-
perature increase according to Equation (1):
SAR ¼ Cp  dTdt (1),
with SAR in W/kg; Cp, the thermal capacity of the phantom
in W/kg/C and dT/dt, the temperature increase per second.
To avoid impact of confounders on the SAR measurement,
the experiments were conducted at room temperature
(21 C), and also the water bolus was kept at this tempera-
ture. This lower water temperature decreased the antenna
performance slightly but the extra losses were measured
and accounted for in the simulations. Water flow was
enforced using two water vessels and the syphon
principle [23].
Experiment 2: Hot spot intensity and shape
To determine the hot spot intensity and shape, the 20mm
diameter cylindrical phantom was split along the long side
and its temperature distribution was measured before and
after heating (similar setup as shown in Figure 2). An infra-
red camera with the emissivity set to 0.91 [24] was used to
measure the temperature. When both sides of the phantom
were recombined to form the cylinder, a 0.1mm polyethyl-
ene sheet was placed between the two surfaces to prevent
the halves from sticking together. Next, the phantom was
heated at full power (16.5 W at the antenna arms) for 5min
and the snapshot of the hot spot was taken 20 s after that.
This delay was taken into account in the corresponding simu-
lations. The temperature difference was calculated between
the initial state and the heated phantom. The absolute tem-
perature was calculated by adding the environmental tem-
perature. This procedure decreased the influence of local
temperature inhomogeneities [25].
Figure 2. Applicator with embedded antenna, water bolus and animal placeholder in Experiment 1. Note that the animal mimicking phantom in Experiment 2 was
positioned 4mm lower and had a 20mm diameter. The black dots in the left picture mark temperature sensor locations.
Table 2. The material properties used in the electromagnetic and heat flow models.
Material Rel. permittivity () Conductivity (S/m) Density (kg/m3) Specific heat (J/kg/K) Thermal conductivity (W/m/K) Initial temperature (C)
Water Exp. 1 [9] 77.7 1.3 998 – – 23.8
Water Exp. 2 [9] 77.7 1.3 998 – – 25.0
Phantom 1 57.7 2.2 960 3640 0.66 23.8
Phantom 2 54.9 2.1 960 3640 0.66 21
PA 2200 11.1 0 800 – – –
Air 1 0 1.2 – – 23.8
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After the experiments, results were compared to tempera-
ture simulations by Sim4Life. An electromagnetic simulation
was conducted to calculate the distribution of the expected
SAR. This distribution was then used as an input for tempera-
ture simulations. The temperature simulations were acceler-
ated by deactivating all the non-relevant objects, in this case
keeping only the phantom.
For the water bolus, a mixed boundary condition with a
convective heat transfer rate of 500 W/m2/K was chosen
[26]. Mixed boundary conditions with a convective heat
transfer rate of 10 W/m2/K and with temperatures of 23.8 C
(Experiment 1) and 21.0 C (Experiment 2) were used for the
air–phantom interface in simulations. An overview of the
material properties used for the simulations is given in
Table 2.
Experiment 3: MR-compatibility
The MR-compatibility of the applicator was tested by using
an Agilent Discovery MR901 7.0 Tesla animal MR scanner
(Agilent, Santa Clara, CA, USA) to verify the invisibility of the
device inside an MR scanner. Magnitude and phase images
were acquired using a 2D fast gradient echo sequence
(FGRE) to investigate the MR transparency of the setup in
order to demonstrate that the applicator is able to operate in
an MR-environment. The repetition time/echo time were set
to 10 000/1972ms, the section thickness to 2mm and the
flip angle to 30. Demonstration of the accuracy of the MR-
thermometry, especially during water flow, was outside the
scope of the presented research and will be investigated in
follow-up studies.
Temperature distribution prediction using a 3D mouse
model
To investigate the heating capabilities of the applicator, a
CT-scan of a female mouse (slice separation 0.52mm, 48 tis-
sues [27]) was used. The electromagnetic- and temperature-
related properties were taken from the dedicated database
of IT’IS (The Foundation for Research on Information
Technologies in Society) [28], and were assumed to be
homogeneous. The Pennes’ bioheat equation was used that
include heat generation rates of all separate body parts and
models’ blood perfusion by a heat-sink term [29]. Note that
the perfusion data in this database is based on data
obtained from large animals and may differ from blood per-
fusion in an animal as small as a mouse. Temperature-
dependent perfusion was estimated for muscle and fat tissue
[30]. Since only establishing heating feasibility, and not the
achievable temperature, was aimed at, we neglected global
thermoregulation, and the thermoregulatory properties of
the mouse tail.
The distance between the antenna arms and the mouse
skin and the onset of the tongue and the antenna were
14mm and 17mm, respectively. The maximum size of the
voxels inside the mouse was set to 1.3mm in every direction
leading to a total of 14.2 MCells. To speed-up the simula-
tions, the tail of the mouse was excluded from the simula-
tions. All air-related tissues and empty shells were excluded
for temperature simulations (like air in the ear channel,
throat) and replaced with a mixed boundary with a heat
transfer rate of 50 W/m2/K and 37 C [31]. A mixed boundary
of 82 W/m2/K was used for the water bolus. This value is sig-
nificantly lower than the convective heat transfer that is
expected for the water bolus due to the reduced contact sur-
face. The water bolus and cylindrical phantom have a tight
fit, resulting in a very large contact surface. For a real murine
model, the effective contact surface will be lower. This was
accounted for by decreasing the convective heat transfer in
the model to an effective (lower) value as has also been
done in [31]. All start temperatures were set to 37 C.
A source power of 20 W was used, which proved to be suffi-
cient to generate a measurable temperature profile.
Results
The sensitivity of the reflected power of the antenna, i.e. S11
is shown in Figure 3(a) as function of frequency and for vary-
ing distance (d). It can be seen that the antenna input return
loss is well below 15 dB for a bandwidth of nearly 100MHz
over the complete range of d. Simulations with feed lines
positioned on the PCB surface displayed high power losses
due to reflections at the air–water interface (results not
Figure 3. (a) Reflection coefficient for various water levels as measured at a water temperature of 37 C. (b) Reflection coefficient for various water temperatures at
a distance (d) of 3.0mm.
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shown), confirming that embedding the feed lines within the
PCB indeed makes the antenna insensitive to the exact loca-
tion of the air–water interface. Figure 3(b) shows the antenna
reflection coefficient for a range of water temperatures. The
results demonstrate that the applicator operates within
requirements and is not very sensitive for water temperature
variations.
Experiment 1: Heating performance
The temperature increase at various locations along the
centre axis within the phantom were monitored (see Figure 2
for the sensor locations). Figure 4 depicts the measured (solid
lines) and simulated (dashed lines) temperature profile over
time at different locations along the major axis of the cylin-
drical muscle equivalent phantom. During the heating, the
simulated temperature differed max. 0.53 C for the red line,
0.20 C for the blue line and 0.22 C for the green line. The
simulation tends to overestimate the temperature increase
for the probe close to the antenna (sensor 0 cm). The initial
temperature rise per second for the red line is 0.026 C/s
when the heating starts, resulting in a SAR of 94.6 W/kg
when assuming a thermal capacity of 3640 W/kg/C. The SAR
as predicted by our simulation was 95.3 W/kg, so the differ-
ence between predicted and measured power-uptake was
only 0.7%. The temperature decrease when the power is shut
down is slightly higher, 0.031 C/s.
Experiment 2: Hot spot intensity and shape
During Experiment 2, the temperature distribution of a sliced
phantom after heating for 5min with an effective power of
16.5 W was monitored using an IR-camera. Figure 5 shows
the simulated and measured 2D heating pattern along the
sagittal central plane of the cylindrical phantom. Overall,
both graphs display similar trends regarding the temperature
and size of the hot spot, and show a small asymmetry in the
temperature distribution.
Experiment 3: MR-compatibility
A typical MR scan is shown in Figure 6. Some minor distor-
tions can be seen around the antenna, but no disturbances
are visible in the area of interest, i.e. the phantom (circular
shape above the antenna).
Simulation with mouse model
The simulated temperature distribution at the base of the
tongue in the mouse anatomy during heating with the appli-
cator is shown in Figure 7. The simulated temperature in the
Figure 4. The temperature profiles as generated from heating a cylindrical
phantom with 16.5 W effective power at three locations: the middle and 2 cm
shifted in each direction along the longitudinal axis. Measured (solid lines) and
simulated (dashed lines) time–temperature profiles.
Figure 5. Simulated (a) and measured (b) temperature distributions (C) for
Experiment 2 (phantom length 80mm, diameter 20mm).
Figure 6. Magnitude scan of the applicator. The antenna is located in the red
square at the lower centre region.
Figure 7. A cutout of the temperature distribution in Celcius degrees as gener-
ated by the antenna radiating at 20 W. The boundary of the sensitive tissues is
marked by the white dashed line and the target area with cyan.
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target area ranges from 41.0 to 41.7 C while the brain
temperature increases by 1 with a small area being heated
by 2.
Discussion
The antenna performance tests demonstrate that the
antenna input return loss does not change significantly for
realistic changes in the antenna environment (water level
and temperature). This confirms that embedded feed lines
stabilise the antenna matching; that its position within the
scaffold will not have a big influence on the SAR distribution
generated; and that the applicator can be used under various
circumstances.
The simulated temperature distribution as calculated for
the configuration in the first experimental set-up show a
good agreement with the measured temperature in the first
heating experiment (see Figure 4). The SAR as simulated is in
good agreement with the SAR as calculated from the specific
heat capacity and initial temperature rise for two of the three
sensors. The sensor at 2 cm does not agree with the simula-
tion, probably due to a deviation in its positioning or the
presence of an air bubble or local phantom material
inhomogeneity.
Note that the temperature decrease per second of the
middle sensor is slightly higher than the initial temperature
rise, while they should in theory be equal. This theory does
not apply in this situation; however, since the steady state
was not reached when the source was turned off. Next to
that, the power source does not generate the same amount
of power over time, so the SAR distribution might have var-
ied. The temperature decrease per second of both other sen-
sors deviate too, but this can easily be explained. Since they
are not positioned near the hot spot, they receive energy
from the antenna as well as from hotter regions trough heat
conduction.
The temperature increase in the middle sensor (at 0 cm)
deviates from the simulated temperature. This could be due
to inhomogeneous cooling effects. The convective heat trans-
fer rate of water increase with the Reynolds number (a meas-
ure for the turbulence of the water flow) [26]. This Reynolds
number is higher when the water flow is obstructed, thus at
the site of the antenna. Next to that, the water flow could
vary within the water bolus, which has an irregular shape.
Because of these effects, the water cooling near the middle
sensor is probably different from other sites, while they are
modelled with the same convective heat transfer rate. Other
explanations for the deviation in temperature are positioning
errors of the temperature sensors, which are significant close
to the hot spot, and local inhomogeneities, which effect
material parameters like the permittivity, conductivity and
thermal conductivity.
The results of the second experiment agree with the
trends depicted by the related simulation (see Figure 5). The
size, location and temperature of the hot spot and the small
asymmetry match.
In both experiments, minor spatial differences between
the model and the experimental setup can cause
significant changes in the outcome of an experiment. The
positioning of the antenna, phantom and temperature
probe are done by hand while working on a millimetre
scale. Hence, measures need to be included for accurate
positioning. Earlier, we already reported the need to
improve on positioning accuracy with increasing frequency
when we reported the translation of HT treatment model-
ling during HT of H&N tumours using the Hypercollar3D
[32]. This means that a sensitivity analysis is of great
importance when further researching the possibilities of
heating with the applicator.
The MR measurements show that the HT device is able to
operate within an MR-scanner without causing much disturb-
ance. However, a qualitative analysis of the setup needs to
be conducted still. The temperature increase reached in an
MR-environment should be validated, as well as the accuracy
of the temperature measurement.
The simulations regarding the mouse model show a tem-
perature distribution fulfilling the requirements for the appli-
cator, using electromagnetic waves to increase the
temperature locally to at least 41 C. The modelling illustrates
the potential of the applicator for heating anthropomorphic
H&N tumours. Clearly, the present result is an estimate of the
heating pattern and not of the absolute temperature, since
our mouse model is not complete. The cooling properties of
a water bolus in mice could be different and global thermo-
regulation has been ignored. Note that the much higher sur-
face area-to-body ratio (SA/V) in rodents makes global
thermoregulation much more prominent. Furthermore, perfu-
sion data largely based on large animals was used in absence
of mouse-related data. Different blood perfusion-related heat
conduction would lead to a change in focus size and perfu-
sion values difference would lead to a different steady state
temperature. Nevertheless, we expect that our results provide
an adequate estimation of the in vivo focus spot location and
of the relative temperatures that this setup generates in tar-
get and normal tissues. Hence, the theoretical analysis shows
that our HT device is able to create a local hot spot of 41 C,
but in vivo experiments are necessary to validate the actual
device performance.
Conclusions
This study outlines the design and working conditions of a
H&N small-animal HT applicator based on a 2.45 GHz reson-
ant PCB antenna embedded in a water bolus. A satisfactory
agreement between simulated and measured temperature
distribution values was reached and it was experimentally
demonstrated that a focussed hot spot can be created with
the described system. An MR-experiment was conducted to
show that the setup is able to operate within an MR-envir-
onment, which is essential for precise 3D thermal dosimetry.
Lastly, a simulation including a virtual mouse was used to
show that the system is able to create a local hot spot of
41 C in the area of interest, the tongue area.
In further research, we plan to quantitatively validate the
temperature rise and MR thermometry in different in vivo
heating scenarios.
6 E. A. L. RAAIJMAKERS ET AL.
D
ow
nl
oa
de
d 
by
 [E
ras
mu
s U
niv
ers
ity
] a
t 0
1:5
7 2
9 S
ep
tem
be
r 2
01
7 
Notes
1. SEMCAD X v. 14.8, SPEAG, Zurich, Switzerland.
2. Sim4Life v. 3.2.2, SPEAG, Zurich, Switzerland.
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